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A FIRST OF ITS KIND 
*“Collimators and Collimation” has been published to fill a long-standing gap in the literature on 
this important subject. It was produced on short notice and makes no claims on being a 
comprehensive technical manual; however, you will find it very helpful in solving many 
collimating problems. Specific how-to-do-it information is included in the appendices. 
We welcome your constructive suggestions on how to make this book more valuable. if you 
will direct them to our Engineering Department, they will be carefully considered for inclusion 
in the next edition. 


FREE EDMUND CATALOG ON REQUEST 
The Edmund Catalog offers the largest selection of lenses, prisms, mirrors, filters, reflectors, 
reticles and miscellaneous optical items in the world. Many are war and industrial surplus at truly 
bargain prices; nearly all are carried in stock; delivery is prompt and postpaid, Over 4,500 different 
science-math-optics bargains—wrile for your FREE copy today. 


INTRODUCTION 


Prior to World War li precision optical instru- 
ments, including most military Fire Control In~ 
struments, were usually tested on out-door tar- 
gets that were at known distances. Such military 
instruments were used for measuring or comput- 
ing ranges, It was extremely important that the 
distance, or range, be computed accurately, This 
was accomplished by using anengineer's transit 
to measure the correct distance and angles, 


The old procedure was as follows: A base-line 
was laid out inside a building on a floor in front 
of windows looking out on the selected target 
area, Permanent inserts were then put in the 
floor. If the target area was not visiblefrom the 
building, the base line. was then constructed ona 
roof providing it was flat and the permanent 
locating points could be inserted. 


An engineer's transit (assembled on a tripod) 
was set up at one end of the base-line, A plumb 
bob, with its cord attached to the center line of 
the instrument, was lowered and centered over 
one of the inserts. (See Figure 1.) 


WATER TANK (TARGET; 


MEASURED 


| BASELINE | 
i aol, 


a 


——_——— 
1 
\ 
1 
1 
i 
1 


DATUM POINT 2 
(INSERT) 


FIGURE 1 Accurate determination of range by use of engineer's transit 


The line of sight through the telescope of the 
transit was directed at the selected target and 
the focus adjusted to clearly define a straight 
edge on the target, The adjusting screws on the 
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base of the transit were adjusted to level the 
two perpendicular spirit levels in the horizontal 
plane. 

With the magnetic needle of the compass indi- 
cating north, the deflection scale of the transit 
was set at zero, the spirit levelonthe top of the 
sighting telescope leveled, and the reticle inthe 
telescope adjusted to the operator's eye. Then 
the focus was oriented to define the target 
sharply. 

Fine vernier adjustments were made with the 
azimuth knob to place the vertical reticle line on 
target. A reading was taken and recorded. The 
transit was then setup inthe same manner at the 
other end of the base line and, following the same 
procedure, the angle wasdetermined, Having the 
two angles and the exact length of the base line, 
the distance to the target was accurately com- 
puted. A whole series of targets at various dis- 
tances were constructed for the different types 
of observation, Wall targets were limited to 
short distances due to the construction of the 
buildings, heavy pillars, and beams and girders 
which obstructed lines of sight. Required checks 
and tests such as resolution (definition), paral- 
lax removal, etc. were performed outdoors. 


Targets were select- 
ed fortheir size and sta- 
bility; usually water 
tanks, smoke stacks, 
electric towers, bridge 
standards or the cross 
on church steeples. 
However, the use of 
these targets was limit- 
ed due to foggy and 
rainy weather. 


It is understandable 
because of the above 
condition and other fac- 
tors, why the target col- 
limator had to be devel- 
oped. Instrument pro- 
duction would shut down 
and often several days 
would pass before pro- 
duction could resume, 
preventing 
use of collimators were 
not only confined to bad 
weather, but on good, 
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clear days problems were also encountered. The 
bright, hot afternoon sun caused optical illusions; 
visible heat waves caused the target toappearas 
if it were moving, When this condition occurred it 


was impossible to adjust the telescope. 


During the war years, manufacturers of prec- 
ision optical instruments were confronted with 
the same problems; and in the case of military 
suppliers, these problems caused delay of ur- 
gently needed Fire Control sighting equipment. 


The wall targets mentioned previously were 
not as accurate as the long distance range tar- 
get. Whenutilizing aninside target, a peep sight 
adapter had to be used as a parallax shield at 
the eyepiece or the objective lens. (The magni- 
fication of the telescope plus the short distance 
to the wall target caused excessive parallax). 
This error could only be eliminated by the re- 
duction of light to make the image appear sharp 
and distinct, 

The wall target did a good job, but it was re- 
alized that a more accurate method was needed. 
Targets that could be reduced to relatively short 
distances and still be as accurate as the long 
range targets were necessary. With the condit- 
tions then existing, the supply was not meeting 
the demand, Thus, the target collimator was 
developed. 


The potential of the first collimators was not 
realized until after World Warll..New devel- 
opments and applications were then found in 
the heavy machine and the aircraft industries. 
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FIGURE 2 = Optically aligning a missile guidance system 


showing use of transit and fixed target 


Later the collimator, the aligning telescope, and 
other telescopes were used to fabricate, aim, and 
track our space rockets and other military mis- 
siles. (See Figure 2.) 


BASIC COLLIMATORS 


The basic coliimator 1S an optical instrument 
Similar to a telescope. Light from a distant ob- 
ject enters the telescope objective lens in paral- 
lel rays, The rays then converge atafocai point 
(See Fig. 3) usually where the reticle or field 
stop is placed. This is the principle focus of the 
objective lens. Another method (See Figure 4) 
shows an internal light source used to illuminate 
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FIGURE 3 Optics of the collimating ‘elescope 
and optical ignt path 


the reticle placed at the nrinciple focal point 
of the objective lens. The light rays pass 
through the reticle and are collimated (rendered 
parallel) by the objective lens. The image of the 
reticle appears at infinity. Different methods of 
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FIGURE 4 Basic collimator system 


light diffusion have previously been used. One 
method was to put a frosted light bulb behind the 
reticle. This only proved fair; the element wire 
was visible and caused a bright spot which be- 
came hard on the eyes of the operator. A disc 
of fine ground glass was thenused to replace the 
light bulb. This diffused the light evenly, but the 
light appeared silvery instead of white. A milk 
glass disc was finally used to get the proper 
reticle contrast, 


With most of the previously described prob- 
lems controlled, the target was moved inside 
and confined to the work bench, 


The basic collimator was used to inspect and 
test optics and optical instruments, (See Fig- 
ures 5 and 6,) 
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FIGURE 5 


ALIGNMENT COLLIMATOR 


The alignment collimator, similar to that used 
in optical tooling, is an instrument used to set 
up precise reference lines of sight. The colli- 
mator does not have an eyepiece. (See Fig. 7.) 

This type of instrument is known as alabora- 
tory collimator. It has a tube made from tool 
steel machined from solid stock. It is hardened 
and chromium-plated, then ground to a stand- 
ard outside diameter of 2.2498 inches, 


FIGURE 7 


A displacement oranalignment reticle pattern 
is centered near the front surface of the objective 
lens with the etched pattern on the rear surface, 
An infinity or tilt reticle is then placed at the 
principle focus of the objective lens, approxi- 
mately 10 inches from the objective lens. (See 
Figure 8.) The tilt reticle is usually graduated 
every 30 seconds,in four directions from zero, 
as shown in Figure 9. The centers ofthe tilt and 
displacement reticles are positioned on the opti- 
cal axis of the collimator, The reticle is illumin-. 
ated by a 110-volt, removable light source. 


Laboratory alignment collimator 


Typical lens set-un for measuring lens eccentricity 
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FIGURE 6 Collimator for checking 
parallelism of filters, reticies, 
and other flat pieces of gtass 


In operation, the tilt reticle is illuminated by 
rays which emerge through the objective lensas 
a parallel beam. If an alignment telescope is 
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FIGURE 8 Sectional view of typical collimator 


focused at infinity and 
placed in the light beam, 
the tilt reticle can be 
made to appear in the 
telescope. Graduations 
on the tilt reticleallowa 
direct reading of the 
angle which the optical 
axes of the collimator 
and the telescope make 
with each other. By 
superimposing the tilt 
reticle of the collimator 


FIGURE $ Reticle 
graduated 30’’ 


onto the telescope reticle, collimation will be 
accomplished; that is, the optical axes of the 
two instruments will be parallel, However, they 
may be displaced an unknown amount, (See 


Figure 10.) 
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FIGURE 16 Collimation of the alignment telescope 


Focus the telescope on the collimator dis- 
placement reticle. The amount of displacement 
between the two instruments can be read direct- 
ly and collineated (both having common optical 
axes). This establishes a straight reference line 
of sight between the two instruments, from which 
other lines of sight or measurements may be 
taken. (See Figure 11.) 
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FIGURE 11 Collineation [optical axes collimated] 


The alignment collimator with the operations 
and uses to whichitcan be put, is a very expen- 
Sive, custom-made, laboratory optical tool. If 
a need arises fora collimator with these require- 
ments, one can be machined from brass that 
will be inexpensive compared to a standard 
laboratory-type instrument, With it you can ob- 
tain the same accuracies as the more expensive 
instrument. 

Both types of reticles can be used, ifdesired. 
The use of the displacement reticle is limited 
and therefore not recommended, unless it canbe 
used for a specific purpose or project. Itis more 
practical to use the tilt or target reticle at the 
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principle focus of the objective lens since it 
is a great deal less expensive. 

The accuracy of this type of reticle is achieved 
through its mount and the mount's relationship to 
the outside diameter of the tube (determined by 
the size of the objective lens) and to the optical 
axis, Additional expense is eliminated since the 
tube will not require hardening, drawing, tem- 
pering, and finish grinding. To reduce the cost 
still further, aluminum may be Substituted for 
steel, 

There is no restriction tu the kind or type 
material that can be used except that it must be 
some kind of metal, Cardboard or plastic mater- 
ials cannot be used because they are not stable, 
If equipment is available by which to machine 
and assemble parts, a collimator canbe madeas 
follows: 

The outside tube can be designed to your speci- 
fications; however, the tube's outside diameter 
must be concentric with respect to the inside 
diameter. It need not be as large indiameter as 
the laboratory collimator previously described. 
Select round bar stock or the thickest walled 
tubing that mignt be available. Make sure you 
have enough material to make the outside tube, 
the lamp house, two (2) retaining rings, and one 
reticle cell, 

If optical components tomakeacollimatorare 
needed to meet specific requirements, suchasone 
with a smaller or larger outside diameter than 
already described on page 3, consult the Edmund 
Catalog for an excellent selection of objective 
lenses and reticles. It is wise to make your se- 
lection of optics first and then build the collima- 
tor to their specifications (focal lengths, etc.). 


CONSTRUCTING A COLLIMATOR 


The first step of constructing a collimator 
is to sketch the inside diameters of the tube 
with respect to the diameters of the reticle and 
objective. The objective end of the tube should 
have a bore deep enough to accept the objective 
lens and a retaining ring. The front surface of 
the objective lens should be recessed in the end 
of the tube. (See Figure 12.) 

Also, the objective's focal length will position 
the locating shoulder for the reticle. (See Figure 
13,) Allowances should be made in this bore for 
reticle adjustment. The aperture of the bore 
should be at least 1/4 in. in diameter smaller 
than the reticle diameter, not including the pro- 
tective ring. The ring should be a snug fit on the 
reticle, but if it is a little loose it can be ce- 
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FIGURE 12 Cross section of alignment collimator 
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FIGURE 13 Focal length of objective positions 


Jocating shoulder for reticle 


mented with an epoxy glue. The ring prevents 
chipping the reticle while adjusting it for colli- 
mation. The wall thickness of the ring shouldbe 
1/16 in. thick. The bore into which the reticle 
assembly fits, should be at least 1/4 in. in dia- 
meter larger than the diameter of the reticle 
(not including the ring). 

Threading the retain- 
ing ring is not neces- 
sary; apushfit isallthat 
is needed since a set 
screw will hold both the — ,suwsy 
ring and reticle pieces | 
in place when the as- 
sembly is complete, (See 
Figure 14.) 
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Drill four, equally- 
spaced holes in the out- 
side tube. These holes 
are often located to- 
ward center on the edge 
of the reticle and should 


FIGURE 14 

Securing the reticle 
retaining ring in position 
hy use of set screws 
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LAMP HOUSE 


be drilled for tapping a 10-32thread. This screw 
size is used because it will move the reticle eas- 
ily and slowly in the tube. Next, the set screws 
selected should have relatively short length and 
be rounded at the points to prevent gouging the 
metal, And finally, try using the easier-adjust- 
ing, socket-head set screws as opposed to the 
slotted type. The screws are used to orient the 
reticle assembly inside the larger diameter 
bore, The reticle should and must adjust freely in 
all directions and should need only a slight ad- 
justment to properly align it. (See Figure 15.) 
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FIGURE 15 Mounting of reticle cell with set screws for 


elliptical adjustment 


If you decide to make a lamp house for your 
collimator, you can make it fit either the inside 
bore or the outside diameter of the collimator 
tube, The lamp house must havea slipfit so that 
it can be removed easily even with the light on, 
Usually, after prolonged use, the heat of the lamp 
expands the metal, making the fit tighter if se- 
cured in the inside diameter or loose if fitted 
over the outside diameter, 
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FIGURE 16 Method of mounting lamp house 


diffusing glass 


The lamp house should be constructed with a 
shoulder for the ground glass to rest on and a 
piece of music wire to act as a retaining ring to 
hold the glassin, This wire canbe set in a groove 
to hold it, or it can be pushed in the end of the 
tube. (See Figure 16.) 


Paint the inside of the 
lamp house with white 
gloss enamel toimprove 
light reflection, It might 
be well to put a variable 
auto transformer or po- 
tentiometer inthe line to 
provide a means of re- 
ducing or increasing the | 
intensity of the light. "Vv" BLOCK 


Several types of 
lamps are available that 
can be used to illumin- 
ate the reticle. You can use a standard 7-watt, 
110-volt lamp, either the clear or frosted type. 
However, if a clear lamp is preferred, it will re- 


FIGURE 17 


quire a piece of ground glass or milk glass to 
diffuse the light. 

After the sketch is finished you are ready 
to begin machining. Face off the tube or bar stock 
to make the ends parallel. Rough out and finish 
boring the entire inside diameter of the tube. 
This diameter will control the accuracy of the 
finished instrument, Working from the inside 
diameter and keeping tolerances as close as 


possible will make the job of collimating your 
instrument easier. 


After the machining operations are completed 
you are ready toassemble the collimator, Finish 
the inside and the outside of the tube and all of 
the parts made of brass with a mild bronzing 
solution, Avoid paint finishes as they tend to build 
up in uneven layers and will cause 'out-of-round" 
conditions, 

A word of caution when assembling, Optical 
elements will show strain (distortion) if their ad- 
justment screws are tightened too much, The best 
way to avoid this isto tighten the screw only until 
it is snug and then back it off just enough to re- 
lease the strain, Ifa strain has been set up in the 
collimator and distortion is present, its presence 
will be evident in any optical system you check 
with it, 

Collimating the optical and mechanical axes 
of the collimator can be performed utilizing the 
following equipment: (1) A surface plate or a 
means of supporting the collimator; (2) A pair 
of identical vee blocks or two sets of parallel 
bars, 1/2 x 1 x 6 inches. 

Position the vee blocks or the parallels onthe 
surface plate as illustrated, (See Figure 17.) 


If parallel bars are used, two straight edges will 
be needed to keep the bars aligned until perman- 
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Collimating optical and mechanical axes of the coltimater 


ently clamped. To hold the vee block or the 
parallels from slipping, a small piece of putty will 
hold them until they can be clamped. The final 
important item, the one required to make the final 
adjustments for collimation, is an aligning 
telescope, Edmund Stock No. 70,674. 


Place the aligning telescope (adjusted to infinity) 
on one of the vee blocks, with the objective lens 
facing toward the center of the set up. Secure the 
putty. Now place the aligning collimator on the 
other vee block with its objective lens facing the 
objective lens of the telescope. (See Figure 18.) 


To begin collimation, switch onthe collimator 
lamp (if one has been provided) and adjustit for 


the collimator 180 degrees and stop; read the 
amount of error and establish the direction 
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FIGURE 18 Collimating the collimator by use of the alignment telescope 


brightness. Allow the lamp to heatupforawhile. 
This part of the procedure should be practiced 
each time you use the collimator, Adjust the eve- 
piece of the telescope and focus it to obtain a. 
sharp reticle image. If the reticle in the colli- 
mator is not visible, release the screw that holds 
the slip tube of the telescope, Adjust the slip tube 
(with objective lens) until the target reticle ap- 
pears as sharp as the reticle in the telescope. 
Reset the holding screw, Observe both the colli- 
mator and the telescope reticle; they maynotbe 
in coincidence. If the telescope and collimator 
are ioo farapart; then, ifnecessary make manual 
adjustments by shimming up either instrument. 

To see just how much misalignment is pres- 
ent, slowly rotate the collimator inthe vee block 
and observe the rotation of the target reticle with 
respect to the staiionary telescope reticle, Ob- 
serve the intersecting point of the rotating ret- 
icle. It should move ina circular patiern, (See 
Figure 19.) It will return to the starting point 
when one full revolution is completed. Hotate 
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FIGURE 19 Relative motion of reticle patterns with 


rotation of the collimator 


of adjustment, Adjust either the four screws a- 
round the reticle to eliminate half of the error, 
or release the clamps holding the vee block and 
manually shim it, Either methodis correct, Move 
the collimator vee block sideways if youdesireto 
align the reticles, and re~clamp the block before 
rotating the collimator again. Reset the starting 
point; rotate 180 degrees and adjust for error. 
Continue to remove any errors inthe same man- 
ner until all the visible error is eliminated, 


To improvise an aligning telescope, draw a 
crosshair target on a piece of bristol board and 
project’the image of the collimator reticle onto 
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FIGURE 20 A method of projecting the reticle pattern 
for collimation 


the target. (See Figure 20.) Then proceed to 
adjust as previously described. When collima- 
tion is completed the light rays projected through 
the objective lens will be parallel to the outside 
tube within the tolcrance of the thickness of the 
reticle line. 


ZERO HAND COLLIMATOR 


When using the zero collimator the optical 
and mechanical axes are collimated within the 
accuracy of the width of the intersecting cross- 
lines on a reticle. Originally this type collimator 
(See Figure 21) was used as an aidin the manu- 
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FIGURE 21. 3X Zero (hand) collimator 


facturing and inspecting of optical and mechani- 
cal instruments, It is used for testing individual 
optics, eyepiece adjusting, limited-resolution 
testing, fixture set up, and many more alignment 
applications similar to those discussed prev- 
iously. 

It is believed the zero (hand) collimator was 
developed toassist the telescope maker, As more 
and more precision was demanded, it was found 
that definition and eyepiece settings could notbe 
determined by the individual unaided eye, With 
this three power telescope held intheir hand, ob- 
servers could see whether or not the target was 
sharp and clear, It eliminated individual opinions 
and guess work; definitions. could be considered 
either good or poor, 


In the case of a fixed 
eyepiece with reticle, 
the reticle could be ad- 
justed from minus one 
{-1) diopter to a minus 
3/4 diopter., This focus 
setting is for the aver- 
age human eye. Prior 
to the hand collimator, 
the only way possible 
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“¥"" BLOCK 


hand collimator, a preset reticle was always pre- 
sent. The reticle in tne hand collimator was con- 
sidered the standard and the reticle in the eye- 
piece was adjusted to it. 

Adjustable eyepieces can be set using the colli- 
mator, Usually eyepieces that are adjustable 
have the diopter graduations on the eyepiece 
scale, Adjustment is just the reverse of the fix 
ed eyepiece whose reticle is adjusted tothe eye- 
piece and secured when it appears to be col- 
limated with the collimator reticle. in the case 
of the adjustable eyepiece, hold the collimator 
against the eye lens while the eyepiece 1S rotat- 
ed, Focus the reticle of the instrument io the 
approximate sharpness ofthe collimator reticle, 
check results on the index and diopter scale, and 
reset. It is always a good idea to recheck the 
setting to be sure of accuracy, 

If the zero collimator is going to be used to 
check the definition of an individual optical ele- 
ment (for a production set~up) make a mock-up 
of the system. Use a lens bench or something 
similar to the wooden bench illustrated in the 
Edmund booklet, 'Telescope Optics", No. 9074, 
Hold the collimator,and when the element under 
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to make this required 
reticle adjustment was 
to use diopier lenses; but 
orientation in this in- 
stance again needed 
guesswork, With the 


a 


FIGURE 22 Initial setting of test fixture by use of master prism (top view} 


test is inserted, view the target. With a little 
experience a good definition can be distinguished 
from a poor one, It canbe used to tell if a prism 
is deviating light more than the drawing toler- 
ance allows, A mock-up similar to the above can 
be laid out on a flat surface with a target at one 
end and zero collimator fixed at the eyepiece 
end. (Check target construction sheet in the ap- 
pendix.) Position a master prism or one of known 
value in the system, and adjust the collimator and 
target (See Figure 22.) until target and reticle are 
in coincidence with each other. Then remove the 
master prism and insert the prism to be tested. Ifa 
target with graduated or known markings is used, 
read the error against the stationary reticle of the 
zero collimator. The target will be displaced by the 
error shown on the reflecting surface. (See Figure 
23.) 
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FIGURE 23 =Target displacement shows error of prism 


surface 


The zero collimator can also be used to set up 
a variety of test and checking fixtures. (See Fig- 
ure 24.) Because it can be applied in single and 
multiple mountings its versatility is consider- 
able, 

The zero (hand) collimator is manufactured to 
the same drawing specifications as the labora- 
tory alignment collimator. The inside and out- 
side diameters are concentric and the reticleis 
adjustable on four adjusting screws (which are 
equally spaced around the outside tube for mech- 
anical and optical collimation), The unit is com- 


pletely made of brass (very easy to machine) and 
produces an excellent, inexpensive, universal 
hand tool. 

ALIGNMENT COLLIMATOR 
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FIGURE 24A Zero collimator mounted on a single 


swivel rod 


oe 


ZERO COLLIMATOR 
MULTIPLE MOUNT 


FIGURE 248 Zero collimator, multiple mount 


All components made of brass should be treat~ 
ed inbronzing acid or black oxidized. Again, the 
collimator never should be painted because it 
produces an uneven surface~~-not a good refer- 
ence from which to work, The zero collimator 
should never be given use that will destroy the 
accuracy built intoit. Therefore, whennotinuse, 
store it in a box with a felt lining, This is also 
recommended for the alignment collimator, if 
manufactured, because the outside diameter of 
the collimator is the knowndiameter from which 
mechanical layout measurements are taken, 

Let's assume a target collimator isnot avail- 
able and there is sufficient distance for a wall 
target to be constructed. Try laying one out as 
illustrated. (See Figure 25.) Suspend a plumb 
line in front of, and as near as possible to, the 
center of the target. Using the plumb lineas the 
vertical center, all horizontal collimation points 
can then be constructed from the plumbed zero 
collimator to the plumb line, A horizontal line 


FIGURE 25 


can be put on the wall tomatchthe reticle in the 
collimator, By doing this a quick check point is 
obtainable without sighting through the collima- 
tor. The plumb line isa constant deflection colli- 
mation check and the zero collimator reticle 
should always be in coincidence with it when an 
accuracy collimation check is made, (See Fig- 
ure 26,) 
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FIGURE 26 Alignment ot 
zero collimator 
using plumb 
line and 
wall target 

When you hang the plumb line, use a length of 
good heavy cord, such as butcher's twine or 
something equally as sturdy. Weight one end with 
about a half pound weight (plumb bob), and make 
an ''s'' shaped hook from a coat hanger for the 
other end. Suspend the line so the weight will be 
off the floor about 6 inches, Allow the weight to 


hang in a paint can or bucket and fill with water 
{until the weight is about half covered), ‘inen, 


pour enough machine oil on top of the water to 
come to the top of the weight. (See Figure 27.) 
This eliminates swing because of building move- 
ment or disturbance by air currents, 


FIGURE 27 Eliminating plumb 
bob swing due 
to air currents 
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Intersection for coincidence with the optical line of 
sight of the Zero collimator, 

To suit the horizontal center distance, onthe fixture, 
between the Zero Collimator and the telescope under 
test. 

To suit the vertical center distance between the 
Zero Collimator and the telescope. 

Horizontal line for checking the horizontal line of the 
telescope, 

Vertical line for checking the vertical line of the 
telescope. 

Mil blocks for gaging collimation error, 


— 


Note; - The mil block dimension givenisfora target dis- 
tance of one (1) ft. When constructing the actual target, 
multiply the given value by the number of feet the target 
is from the telescope objective. 


When the zero (hand) 
collimator is mounted 
on a test fixture (See 
Figure 28.), the vertical 
reticle line should be 
plumb to a plumb line; 
and the horizontal line 
should be in coincidence 
with a predetermined 
elevation line. To ac~ 
complish this, mount a 
zero collimator in an _ 
adapter and attachittoa 
surface gage. (See Fig- 
ure 29.) Adjust it to a 
plumbed line anda hori- 

mounted on zontal line. This gage 
test fixture can then be moved in 
front of the fixed collimators, and they can be 
adjusted to match the collimator on the movable 


FIGURE 28 Zero (hand) 
collimator 
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FIGURE 29 


Portable zero collimator mounted on surface 
gage for accuracy and stability tests 


FIXED HAND 
| COLLIMATORS 


FIGURE 30 Coilimation with a double target collimator 


stand, The portable collimator makes it easy to 
make accuracy and stability tests. 


Binoculars are usually adjusted on a double 
target collimator. (See Figure 30.) Two target 
collimators are mounted side-by-side in front of 
the binoculars. Behind the binocular and holding 
device, two zero collimators are also mounted 
side-by-side. Each set of collimators represents two 
parallel lines of sight. When the binocular is placed 
in its L.olding device, the zero collimator measures 
the deviation from parallel. (See Figure 23.) 


In collimating binoculars that containreticles 
for measuring distance, suchas military binocu~ 
lars, the collimator target reticle can be arec- 
tangle or circles of various sizes representing 
3, 6, and 12 minute tolerances, Military binocu- 
lars are adjusted for 6 minutes or less, (See 
Figure 31.) This setting will not cause eye strain, 


FIGURE 31 


Target reticies used for collimating 
military binoculars 


When the individual eyepieces of the binoculars 
are adjusted, they should each read between min- 
us one (1) and minus 3/4 diopter whenthe target 
reticle is observed in sharp focus through the 


zero collimators, VP binoculars are 
peing repaired it would be advan- 
tageous to know the resolving power 
of the binoculars; ine target collima- 
tor can be used with external resoiu- 
tion charv(s) (set at a distance and 
well lighted) or equipped with reso- 
lution reticlet(s}), (See Figure 32.) 

The width of each line onthe chart 
is equal to the width of the space be- 
tween: the lines, and the centers of the 
adjacent black line subtend an angle 


LONGEST DISTANCE 
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BINOCULARS 
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ee 


FIGURE 32 Using a resolution chart te test binoculars 


of 7.5 seconds at 66 ft.and 5.0 seconds at 100 ft, 
These distances can be transferred to the tar- 
get collimator in the same manner asdescribed 
in a previous paragraph, utilizing an Edmund 
Scientific Co. Alignment Telescope, The zero 
collimator can be hand held when observing the 
resolution target and the outer field. In order 
to see the outer field, the collimator must be 
shifted around. (Remember, the image is in 
reverse; look to the right to see lefi, or down 
to see up.) 


FOLDED COLLIMATORS 


The word “folded means that the light path 
of the collimator,seen from the side, would look 
like an accordion, oralarge''Z." Because colli- 
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mators are manufactured to various designs de- 
pending on the individual requirement, they may 
vary in size (from 3/4 of an inch in diameter to 
12 inches in diameter, and from 4 inchesin length 
to 4 or 5 feet), When they reach this length, 
space is important, especially if two or more 
such collimators are required. The folded col- 
limator is designed on the principle of the opti- 
cal level. (See Figure33.) It replaced the long 
straight tube type and proved to be an efficient 
instrument and a space saver. (Sec Figure 34.) 
This type of collimator is a little more difficult 
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FIGURE 33 Optics of the folded collimator 


J FOLDED COLLIMATOR 
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FIGURE 34 Space saved hy using a folded collimator 


to adjust because the reflecting surfaces (added 
to bend the light path) need to be positioned at 
specific points and angled to reflect the light in 
the proper direction, The mirrors inthe system 
have no magnification power and do not add or 
take anything from the collimator. Again, the 
focal length of the objective lens determines the 
point at which the reticle will be insharp focus. 
This type of collimator can be constructed 
from plywood, (See Figure 35,) Vhe body can be 
square-shaped or it can be in the shape of the 
se 
Either type is good for bench work where space 
is limited. It can be constructed with a groove 
to fit the base ofa lens benchor the support with 
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FIGURE 35 Folded collimator constructed from plywood 
which you work, Finish by painting and sealing 
all wood before assembling, The line of sight 
from the objective will be much higher, but this 
helps because it reduces stooping during use, 
The objective lens can be designed ic nliow 
sufficient adjustment so it can be focused at 
finite points as wellas infinity. (The optical com- 
ponents for a collimator similar to thistvpeare 
available from Edmund Scientific Co,). 


AUTO COLLIMATION 


The combination of a telescope anda collima- 
tor into one instrument made auto-collimation 
possible, Auto-collimation is achieved by sight- 
ing the combination instrument ata plain mirror 
which reflects ihe paraliel rays; projected 
through the objective lens, The light returns back 
through the same instrument and onto a reticle. 
The perpendicularity of tle mirror, with respect 
to the axis of the auto-collimator can be veri- 
fied by viewing the reticle of the auto-collima- 
tor together with the reflected reticle image. 

In theory, a beam of light, striking a reflect- 
ing surface will be reflected back at the same 
angle (the angle of incidence equals the angle 
of reflection), The angle formed by the two beams 
will be twice as great as the tilt of the reflect- 
ing surface, This rule must always be remem- 
bered when you are working with plane reflect- 
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FIGURE 36 Sectional view of auto-collimator (telescope and collimator combined) 


ing surfaces, (See Figure 36.) The auto-colli- 
mator, containing an eyepiece, permits a close 
examination of the projected reticle image and 
the reflected image simultaneously. It is pos~ 
sible to superimpose the two images just as 
if only one were present. Referring to the pro- 
jector collimator, remember that the collimator 
was adjusted to meet the reflected image. Now, 
in this case, the surface on which the mirror 
rests can be made perpendicular to the axis of 
the auto-collimator by 
superimposing the two 

images, If other mir- 

rors are placed against 

this surface, auto-colli- 

mated angular errors [|| 
can be determined, Re- 

member in reading by 
the auto-coll 
tion method, twice the 
amount of the actualer- 
ror is observed. (See 
Fig. 37.) 


pies eo a 


FIG Target reticle of auto- 


37 collimator showing 
The error is deter- 


mined by the position 
of the returned image 
on the reticle with re- 
spect to the graduations themselves, The error 
will be an amount very closely equal to the tan- 
gent of 2 9 times the foca! leng*h (f) of the objec- 
tive lens when the angle 6 is small. Therefore, 
by graduating the reticle, the angle 8 (of the re- 
flecting surface) can be determined, 

To calculate the spacing of the auto-collima-~ 
tor's graduated reticle, as explained above, 
the distance X (a unit distance on the reticle 
patternjis a function of the tangent of 2 @ (f) (tan 
20). If the desired accuracy is one minute of arc, 


twice the amount 


of actual error 


and assuming an objective focal length of 10 
inches, the unit spacing of the graduations 
would be 10 times the tangent of 2 minutes, or 
.0058 inches, It must constantly be remembered 
that the auto-collimator is always adjusted to 
infinity. 

Auto-reflection is similarioauio-coilimation, 
but not as accurate, When the auta-reflection 
method is used, the collimator is focused ata 
finite distance (i.e. twice the distance from the 
target to the mirror), Therefore, any observed 
error in centering the target image onthe colli- 
mator reticle is equivalent tothe perpendicular- 
ity error of the mirror, afunction of the distance 
from tne collimator to the mirror, When you 
auto-collimate, sighting into the reflection ofthe 
collimaior's reticie is ine same as sighting into 
another collimator, The distance tothe mirroris 
not a factor so the angle will remain constant, 
With auto-reflection, the angle will increase or 
decrease with distance. (See Figure 38.) 
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FIGURE 38 Auto-reflection method of collimation 
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If a longer focal lengih objective lens is used, 
the linear spacing of the graduation may be in- 
creased, thus permitting the meaSurement of 
angles smaller than 1 minute of arc. However, 
the tube length should be kept in proportion to 
the instrument. 

When the power of the eyepiece is increased, 
the accuracy and sensitivity are also increased, 
but this reduces the field of view and limits the 
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range of the graduated scale, Vibration and dis- 
turbances tend to limit the accuracy of observa- 
tion with smaller angles. Under the best labora- 
tory conditions, accuracies of 0.1 second of are 
are possible; but under average conditions 30 
seconds is practicul. 


PROJECTOR COLLIMATOR 


To discuss this type of collimator may seem 
like repeating what has already been said. Butlike 
everything else that is produced in the optical 
field, it is usually "a little bit better and will do 
a little bit more." 

Projector collimators are sometimes assoc- 
iated with projection comparators and movie 
projectors, This typeof collimator cando neither 
of these jobs, It is alarge, exact duplicate of the 
zero collimator, approximately 2-1/2 inches in 
diameter and 12 i0 14 inches in length, Also, it 
is equipped with anadjustable objective lens that 
changes the parallax distance from 75 yds. io 
infinity, Like the zero collimator, it hasaneve- 
piece. This collimator has a lamp house that can 
double as an auto-collimator unit (See Figure 
39.) When the collimatorisusedasaitarget, tight 
tolerances are required, 


BEAM SPLITTER 


FIGURE 39 Lamp house doubles as an auto- 
collimator unit 

The reticle is graduated for numerous diversi- 
fied tests rather than for only one type of opera- 
tion; it is used for collimation checks, resolu- 
tion, plumb travel, elevation accuracy, image 
tilt, and backlash readings, These tests are 
largely associated with military instruments 
having extremely fine accuracies, butare slowly 
finding their way into the industrial world. 

The collimator projector is more widely used 
as a target then most of the other collimator 
designs, It is often set up in multiple positions 
on fixtures requiring more than one accuracy test 
to be made. (See Figure 40.) 


14 


PROJECTOR COLLIMATOR 
22° ELEVATION 


\ 


ZERO LIKE 
“7 OF SIGHT 
: err en 


MASTER 


ma PROJECTOR COLLIMATOR 


18° DEPRESSION 


FIXTURE 


FIGURE 40 Collimator projector set-up with 
multiple fixtures 

‘The illustration, showing different elevation 
angies, is designed to insure a stationary check 
point that can mot move unless it is bumped, 
Each elevation point is positioned by the auto- 
collimation method. A muster reflecting sur- 
face is positioned in the fixture, the same asir 
the production instrument. Then it is set ata 
predetermined angle, and an auto-collimating 
lamp house unit is installed. The reticle ispro- 
jected to the reflecting surface, and the image is 
reflected back through the collimator where itis 
picked up on the reticle by the evepiece, If the 
collimator is not in alignment, two reticle pat- 
terns will be seen. The amount o7 error between 
them is of no importance, The iargetorthe col- 
limator should be adjusted until the two images of 
the reticle are superimposed, thus making a 
straight line of sight. Repeat theeroperation at 
eacn angular position in elevation and/or depres- 
Sion, By setting up these lines of collimation, ac- 
curacy and precision can be applied to almost 
any project. 

After the fixture is set, the lamp house is 
removed and a diffusion disk is placed over the 
eye lens, If desired, the lamp house can be re- 
placed and the lamp located in the rear port to 
illuminate the reticle. Now the tests canbe con- 
ducted from the objective end of the collimator, 
These tests are not auto-collimated; the idea 
is to adjust the instrument to the auto-colli- 
mated line of sight. 


BASIC COLLIMATOR 


In this instrument, the 
reticle is usually made 
of optical glass contain- 
ing finely etched lines. 
Additional graduations 
may be added to indicate 
the amount of deviation. 
Illustration (See Figure 
41.) shows these gradu- 
ations, 

The objective lens 
renders light into par- FIG — Optical glass 
allel rays, When aplane 41 reticles showing 
reflecting surface is displacement 
placed at any position perpendicular to these 
rays, they will be reflected back through the 
objective and-re-focused on the reticle, 

The semi-reflector (beam splitter) is a part- 
ially-coated, plate glass plane that reflects some 
of the light into the lens system and also allows 
some light transmission, Thus, the reticle and 
the reflected image can be observed atthe same 
time. The illuminating source may vary from a 
6-volt light source built into the collimator, toa 
high-powered, separate, external light source 
concentrated on the reflector. 

When using the auto-collimator there is ade- 
cided advantage to parallellight rays, The paral- 

lelism of the projected rays of light enables the 
collimator to be rotated about its optical iuxis and 
to be any distance from a reflected light source 
without having to re-focus the instrument, (in 
some cases the disiance might be as long as 25 
ft.), Two diverse effects of distance would be: 
(i) loss of clarity due to stray light getting into 
the paraliel light path and (2) the falling off of 
light intensity. These conditions would tend *o 
dim the reflected image. Nevertheless, the basic 
auto-collimator as discussed is the most versa- 
tile and the most easily adapted version of the 
collimator, Other designs provide greater ac- 
curacy, but at a sacrifice of mobility. 


MICROMETER EYEPIECE 


The micrometer eyepiece auto-collimator is 
similar to the basic collimatorinstruments, ex- 
cept a micrometer has been added to the eye- 
piece, and it is used to viewiwoimages. Instead 
of reading the angle error directly on the gradu- 
ations of the reticle, it is measured by the eve- 
piece. The eyepiece has fixed and movable cross 


lines, the movable one actuated bya micrometer 


screw. When setting up the collimator, the eye- 
piece'’s fixed horizontal cross hair is set to the 
horizontal line of the reticle; the micrometer dial 
is preset at zero (matching the verticle reticle 
line), When the reflected image is observed, the 
micrometer dial is rotated and the movable 
cross line is brought into coincidence with the 
reflected image. Instead of reading the angular 
error on the reticle, the amount is readdirectly 
on a drum which can be graduated to read in 
small increments, Another characteristic, the 
range of displacement, will be quite less than the 
standard eyepieces. (See Figure 42.) Thisis lim- 
ited by the travel ofthe micrometer mechanism, 
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FIG 42 Reading angles from graduated micrometer drum 


MICROSCOPE EYEPIECE 


To gain still greateraccuraciesa microscope 
may be used as an eyepiece, The fieldof view is 
now sSolimited that nearly all displacement is 
outside of it, This makes it impossible to view 
or read beyond the restricted field, sothe micro- 
scope is mounted on a micrometer-threaded 
cross slide. The reticle cross lines inthe micro- 
scope are then lined up with the collimator reticle 
cross lines, The micrometer drum as previously 
explained is presetto zero, then rotated until the 
microscope cross lines are in coincidence with 
their reflected image, The difference in readings 
is equal to the angle of deviation, The micro- 
meter drum may be graduated inany increments 
of angle, depending onthe requirements or spec- 
ifications with which the collimator is to be 
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FIGURE 43 Gain in accuracy achieved by use of 
microscope as an eyepiece 


is 


used, This type of wuto~collimator (equipped with 
& microscope evepiece) will allow moreprecise 
alignment of the cross lines due to the greater 
magnification and the reduced field. (See Fig- 
ure 43,) 


OFF-AXIS PINHOLE TYPE 


This type of auto-collimator projects a beamof 
ight into the system through a beam splitter 
which orients the beam so that itis otf the axis of 
the telescope, The light is concentrated on anex- 
tremely small hole (about .015inchdiameter) or 
a fine slit located (from the obiective lens)a dis- 
tance equal to the focal lenyth of that lens, The 
reticle can still be graduated as in Figure 39 or 
to any specific pattern. Several reticle designs 
are available from the Edmund Scientific Co. . 
For best optical performance, the displacement 
(19) of the pinhole (A)and reticle (B) should be as 
small as practical. (See Figure 44.) Due to the 
displacement (10) the light rays musttravel 
through angle (X), 

A=pinhole C=objective lens 

B=reticle N=displacement 


A 
B 


X=angle of displacement 


FIGURE 44 Off-axis pinhole type auto-coflimator 


When the reflecting surface is perpendicular 
to the bisector of angle (X), the returning light 
rays from the hole or slit will forman image in 
the center of the graduated reticle (B), This sys- 
tem has the distinct advantage of giving a simple, 
sharply defined, spot or line of lightasthe image. 
This eliminates reading the displacement of two 
complex patterns, since the spot can easily be 
viewed avainst the basic reticle pattern, (See 
Fisures 45A & B.) 

The design of the reticle pattern canbe either 
a square ora circle; however, most contractors 
prefer the square-type pattern (whose dimens: 
ions represent a specified angular measurement) 
because it allows a little more room for accept- 
ance. 

The spot, dot, or line type of projection has 
been successfully used to position certain types 
of root angle prisms, before and after their bond- 
ing operations,by placing tne prism and its fix- 
ture in a pinhole auto-collimator, The prism is 
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IN COLLIMATION 


OUT OF COLLIMATION 


FIGURE 45A FIGURE 458 
Reticle patterns for off-axis pinhole auto-collimator 


then adjusted until the reflected dot or spot ap- 
pears in the center of the reticle pattern, After 
the prism is adjusted and the bonding process 
completed, the fixture is again placed inanauto- 
collimator and re-checked for collimation. The 
advantage here is that the element canbe adiust- 
ed as it is being viewed through the auto-collima- 
tor, Phis type of aute-collimator removes guess- 


werk, Either the spor, dot, or lineisin the square 
or cirele, or it is not. There is no measuring, 


calculating, or double error to consider, 


FIXTURE TYPE 


with a greatly length objective 
lens, the fixture -tvpe auto-collimator was devel- 
oped. Here aguin, to keep the auto-collimator 
compact, the same principle of the folded colli- 
mator has been applied (additional mirrors have 
beer added to fold the long light path), An adjust- 
able table or stage can be provided to increase 
the versatility of the fixture. 

This particular collimator is verv useful when 
checking parallelism of the glass surface of opti- 
cal flats. Since the light is reflected from the top 
and bottom surfaces simultaneously, adisplace- 
ment of the reflected image will indicate the mag- 
nitude of the error. (See Figure 46.) 

Depending on the design provisions of the hold- 
ing device or stage for the table, various flat- 
ness and angularity checks can be made. If a 
front surface mirror is to be tested, a stage 
designed to slide from side to side and move to 
and fro can be used. The stage is adjusted to 
zero in both directions, a master element is in- 
serted, and the position of the reflected image is 
checked for position on the reticle, The micro- 
meter screw has a slip drum. If adjustment for 
the master setup ig necessary, the drum is 
slipped to zero, Subsequent to the master lay- 
out any number of piece= can be tested, 


FIGURE 46 

The various types of collimators and auto-col- 
limators discussed here are only samples of the 
instruments and methods of collimation con- 
stantly in use today, There have been great 
strides made since the very early days whenthe 
British designed and put to work what is believed 
to be the first aligning telescope and target col- 
limator. The application was aligning and locat- 
ing the centers of widely separated shaft bear- 
ings in ships. (See Figure 47,) How accurately 


ALIGNMENT 
COLLIMATOR ALIGNMENT 


[DISPLACEMENT] 
RETICLE 


Fixture type auto-collimator 


TILT RETICLE 


ALIGNMENT 
TELESCOPE 


the present-day use of optical tooling inthe ship 
building industry, Certain operations that in the 
past constituted major problems have been simp- 
lified by the adaption of the alignmenttelescope, 
collimators, and auto-collimators, 

The aircraft industry uses such optical tool- 
ing in the assembly ofa wingfora jet liner. (See 
Figure 48.) This process wasa giant-sized nead- 
ache until the jig-and-fixture makers learned 
that easier visual methods could be applied in- 
stead of using layouts and long, inaccurate 
straight edges. ‘Optical instruments insured 
positive positioning no matter what the line of 
sight. (See Figures 49 A and B,) 


LOCATOR PADS (a 


=" 


LOCATING DEVICES LIMES OF SIGHT 


FIGURE 48 Optically aligning a jet liner wing during 
its assembly 


ZERO LINE 


CROSS LINE 
RETICLE 


FIGURE 49A 


FIGURE 47 


the instruments were manufactured in tnat day 
is unknown, but today it is possible to maintain 
a tolerance of 0,0002 inches (about 0,0008 in, at 
100 feet) between the optical and mechanical 
axes. As illustrated in Figure 47, you can see 
how ships! drive shaft bearings are adjusted to 
such close alignment. Without this precision a 
ship would shake apart, This then illustrates 


Aligning ship's shaft bearings with telescope and target collimator 


ZERO LINE 
OF SIGHT 


eee 
{NCLINED LINE 

OF sight 

FIGURE 49B 


(A) Inclined Line of Sight Intersects Horizontal 
Line of Sight, Only Three Reference Points 
Required, 

(B) Inclined Line of Sight Intersects Horizontal 
Line of Sight Beyond The Jig Frame. Four 
Reference Points Required. 
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The following paragraphs will further illus- 
trate some typical and basic applications of the 
collimator and auto-collimator, for general 
measurement. 


ANGLE COMPARISON 


Any angle can be checked using anauto-colli- 
mator of the type in Figure 38by comparing one 
angle to the corresponding angle of a master, 
The 90 degree angle is illustrated, but as has 
been previously stated any angle can be tested 
or checked, (See Figure 50.) Inpractice the axis 


AUTO COLLIMATOR 


OPTICAL FLAT MASTER PRISM 
FIGURE 50 Angle comparison checked with 
auto-cotlimator 

of the auto-collimator is adjusted to be perpen- 
dicular to the surface of the master angle by 
superimposing tne refiected image ofthe reticle 
on the reticle itself (as viewed through the eye- 
piece), The masier angle is then replaced by 
the angle being tested. Any error in the angle of 
the test piece will displace the reflecied image, 
If the stage is large enough both the master and 
the piece being tested are placed in the field 
of view of the auto-collimator, The master can 
then be used as a constant check. In Figure 50 
an optical flat is shown with boththe master and 
the test piece positioned. Vhis test is used when 
extreme accuracy is required, But for average 
work a good surface plate will serve asa work- 
ing surface. All contacting surfaces must be kept 
as clean as possible, 


DIRECT ANGLE 


An angle may be tested by viewing its reflec- 
tion from one of the faces of an optical flat with 
which the angle's face is in contact, Figure 51 
shows the arrangement of right angles in which 
two images are formed in tne auto-collimator, 
One is formed by the light rays thatfirst strike 
the optical flat.(dotted) and the other bythe rays 
that first strike the face ofthe test piece (solid), 
Jf the angle is precisely 9U degrees thetwo seis 
of rays are parallel, and the images coincident, 
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rat If an error is present 
~ the two sets of angies 
form an angle equal to 


4 times the angle dis- 


=u placement (49, where 6is 
AN > 
es small), the images 
a m 0 g 
fy _ showing separation, 
( a a A This is a very conven- 


See jent method, since the 
; auto-collimator may be 
FIGURE Direct angle adjusted to any desired 
31 testing usimg = angle and the working 
reflected image surface adjusted until 
both images are in the field of view, This tech- 
nique can be used to measure any Simple angle 
o< which is a sub-multiple of 180 degrees. For 
an even number of uniform divisions of 90 
degrees (45 degrees and 22.5 degrees) the same 
freedom of elevation of the auto-collimator is 
present. However, for other angles such as 30, 
60, and 75 degrees, the axis ofthe auto-collima- 
tor must be parallel to the bisector of the test 
angle or the light beams will not return to the 
collimator, 


INDIRECT ANGLE 


MIRROR Laat CLINE 
The checking of anun- | | 
polished surface of a oppricat erat! \ 
wedge or prism can be * < | 
accomplished with the eaegee g 
comparison test, al- — 
though it might seem 
quite impossible at first 
glance. Since the sur- 
face will not reflect 
light (auto-collimation 


FIGURE Indirect angle 
52A testing of 

unpolished prism 

surface 
depends on a reflecting surface) one is added. A 
plane mirror is laid on a side adjacent to the 
undetermined angle and placed so that it over- 
hangs the edge of the unknown's surface. (See 
Figure 52A)(A front surface mirror of desirable 
size is available from Edmund Scientific Co,) 
Then the object's base is set on a polished flat. 
Enough mirror is allowed to protrude over the 
edge so that a full reflection in the collimator is 
obtained. Then the mirror is secured with putty 
and placed on the optical flat. 

Two images will be produced exactly as inthe 
direct angle test;but the ray which first strikes 
the flat (solid line) is reflected from the mirror 
and back to the auto-collimator such that it is 
deflected two times by the undetermined surface, 
The same condition holds true for the ray which 
first strikes the mirror surface (dotted line). 


The two images in the 


/ auto-collimator will 

Le wh MIRROR he , 
7 ON PSR show a separation of & 
Pe times the 6 error, Re- 
member though that if 
8 is large two colli- 


mators may be needed to 
view the angular spread, 


Figure 52B Rear view, 
mirror on incline 


SINE-BAR 


A sine-bar ana metal surface plate can be used 
to extend the application of the auto-collimator, 
First the collimator is adjusted to be perpendicu- 
lar to the plate. Then the upper surface of the 
sSine-bar is set to the compliment ofthe angle to 
be checked, (See Figure 53.) Deviations from this 


——— COLLIMATOR 


SINE-BAR FIXTURE 


FIGURE 53 Use of auto-collimator with sine-bar fixture 
for checking a production run 

basic angle are reflected onto the auto-collima- 
tor reticle and can be read either on the reticle 
or on the micrometer drum scale, Once the set 
up is made any number of duplicate pieces can 
be checked rapidly. 

Another method employing the sine-bar is to 
set the angle in question directly on the sine- 


par. The prism is placed on the surface plate 
and the auto-collimator is adjusted normal to the 
inclined Surface of the sine-bar. Tne sine-bar 
and the pieces to be cnecxed are then piaced on 
the surface plate for angle comparison, li shouid 
be noted that all the pleces showninthe illustra- 
tions are blocks of metal, either with or without 
polished surfaces, All exterior and interior sur- 
faces of optical prisms, wedges, windows, and 
mirrors can be conveniently checked by all the 
methods indicated here for metal pieces. 

Vhe great advantage of using the auto-collima- 
tor isthe fact that internal optical reflecting sur- 
faces can be cnecked. To illustrate this Figure 
33 shows the 90 degree angle of a rignt angle 
prism being examined, The auto-colliimator is 
directed at the hypotenuse face (which need not 
be placed on an optical fiat as is the case for 
metal parts) and the returning reticle image 
scrutinized. An error of 6 ina 90 degree angle 
will return an angle of 4n@ to the auto-collima- 
tor, where n=index of refraciion of the glass, 

Care must be exercised relative to the type 
reticles used, Some are compensated to allow 
for the double error while others must be com- 
pensated for this by the operator. 


COLLIMATING A RIFLE BORE 


The gunsmith, hunter, and target shooter are 
always looking for means of sighting and check- 
ing the accuracy of their guns, Guns are some- 
times knocked to the ground accidentally or bang- 
ed against trees hard enough to knock them out 
of collimation" (i.e. the gun bore and the line 
of sight are not in alignment), The gunsmith or 
the sportsman who likes to do hisownwork can, 
wath a little ingenuity and minimum of expense, 
fashion something on which to zero his sights. 

All rifle bores vary in size, from .22 cal, 
rifles to the high powered, large-bore rifles. If 
you have several guns then vou willneedito make 
a collimator" rod (See Figure 54)for each bore. 
Obviously, the rod's length (4) will depend on 


THESE DIAMETERS TQ 


FIT RIFLE BORE 


REAMED HOLE 


FIGURE 54 Rifle bore collimation ‘Rod’ 


your rifle bore length. -\lso, the diameter ofihe 
rod should be made for a push fit into the rifie 
bore. The rod can be made of any material but 
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a good grade of steelis 


: MUST 
recommended to insure NOT 
best results. The hole in BOTTOM 
the end can be threaded = a 
or made to a standard 
reamer size. (The illu- 1 INCK 
stration showsa reamed OR LESS 
hole.) Next, a button with 
a stud should be made to a 
fit the reamed hole, (See al a 3/16 
Figure 55.) When the PUSH FIT IN 


parts have been finish- REAMED HOLE 

ed, push the button into fipype Mirror button for 
the hole in the rod end 
and check the square- 
ness of the button face 


55 auto-collimating 
Tifle bore 


to the shaft diameter. It should run perpendicu- 
lar to the shaft witnin a few ten-tnousandths of 
an inch, The outside diameter of the button can 
vary in size from 1/2in,tolin.; anything larger 
is not necessary. (Mirrors are available in a 
variety of sizes from Edmund Scientific Co.) 
Apply a small dab of good epoxy molecular 
cement and press the mirror and the button 
together to thin out the cement, Place assembly 
with cemented mirror face down on paper 
covered surface, Put weight on top and allow it 
to set, 

Next a target collimator is needed with which 
the riflescope is aligned. A mount with up and 
down adjustment is used to level and position the 
riflescope. (See Fig. 56.) The target collimator can 


_-— YOKE MOUNT 


ROUND, KNURLED 
LEVELING NUT 


KNURLED 
NUT 


FIGURE 56 Method of mounting rifle for coilimating 
sight with bore 
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be designed and made similar to the alignment 
collimator, or it can be constructed of wood as 
illustrated on page 22; this will do as good a job as 
any. The only thing needed now is an 
auto-collimating unit which also can be made out 
of wood or metal. (See Figure 57.) All of these 
components can be mounted on an old bench lathe 
bed or a piece of ‘“‘I’’ beam 4 or 5 in. wide, about 5 
ere SLY sn ee ft. long. A suggested 
VR ee setup procedure is as 

; s follows: level the rifle 
in the mounts, select 

the bore rod that fits 
the rifle, push the mir- 
ror button into the 
rod, and insert the rod 
into the rifle bore. Next 
hold the auto-collimat- 
ing unit behind the 
target collimator, pro- 
ject the reticle onto the 
surface of the mirror, 


= TaN 


and pick up the re- 


Mt q flection on the target 
a) " reticle. Make your ad- 
ones dB justments to align the 


me two images. With this 


oe operation complete,the 


b i t 
FIG Auto-collimation Sharan target 
. are auto-collimated. 
57 hand unit 


(wood construction) Now any adjustment of 


your riflescope can be made. If it has wind and 
elevation adjustments, set everything to zero and 
adjust for the range desired, To obtain the de- 
sired range of the rifle and scope the scope's 
angle of depression can be adjusted toalter both 
the range and apex angle between the scope's 
line of sight and that of the rifie bore, (See Fig, 
56). The same will hold true for azimuth or 
windage angles, The knobs are usually gradu- 
ated, and the thread accuracy can be checked 
against the target, 


Aligning the sights can also be accomplished by 
designing a stage to hold a small elbow telescope. 
(See Figure 38.) The telescope is mounted on and 
collimated with the stage as shown in the diagram. 
The stage is mounted the same as the mirror 
button, on the end of the bore rod, and is 
collimated to the target collimator while it is in the 
end of the gun barrel. By rotating the elbow 
telescope and adjusting it in at least 3 positions, 
the cross line of the elbow telescope should 
coincide with the center of the target reticle in all 
positions. Having established the line of sight, the 
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FIGURE 58  Ejbow telescope for aligning sights 


[alternate method| 


riflescope can be adjusted as previously explain- 
ed, The axis of the rifle bore should be true to 
the line of sight; after each adjustment of the 
riflescope a check for stability on the line of 
sight should be made. There are several good 
trajectory reference tables available tohelp you 
adjust your scope for the best 'recommended 
zero distance’ position for riflescopes, This 
distance is set by the rifle manufacturer, If 
detailed instructions are not available, 100 
yds. is a good range to parallax and set your 
scope. 
Helpful Hints for Collimation Tests 
To determine the magnification (power) of a 
telescope that will be used 10 test another tele- 
scope or instrument, the following formula can 
be used to compute the minimum power: 
X= 120+R_ where: X = power of telescope; 
XxX; X= power of tele- 
scope to be tested. 
R = resolution (in sec 
arc) specified for 
instrument to be 
tested, 
120 sec. = constant for eve 
accomodation, 


STAR TEST 


The stars were once used to test the image 
quality (resolution) of optical elements--thus 
the name ''Star Test.’’ The results of these tests 
formed much of the background for the designof 
types of equipment now in use. Because so much 
time was lost waiting for good clear nights to 
view the stars, the artificial star was developed. 
For practical use, a star test system (which will 
take multiple and single elements) can be setup 
quickly and economically. (See Figure 59.) For 
interpretations of star test images see Figure 
60.) Only a few star images are illustrated io 
give the reader some idea of wnai to look for 
when star testing. 


In retrospect the material contained in this 
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LENS TO BE 
TESTED 


MICROSCOPE 
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FIGURE 59 Set up for making a star test 


booklet is considered sufficient to enable the 
reader to identify the instruments described, 
and in most cases to judge the suitability of 
a particular device for a specific application, As 
an aid in making such a determination, the ac- 
curacy of each type of instrument was discussed 
wherever possible. It must be remembered, how- 
ever, that the precision of any instrument de- 
pends not.only upon theory, but also upon the 
design, care, and workmanship that enter into 
its construction, 


Eccentric condition not as 
pronounced; objective in better 
focus, 


Eccentric interference rings, 
objective out of focus. 
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Star test images as viewed through an 
astronomical telescope. A through G 
are the ones most commonly seen 


The following appended pages you may find 
helpful for your collimation work, 
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FIGURE 61 


Direct-reading angular scale collimator target 


THE COLLIMATOR TARGET isa handy gad- 
get for the telescope builder, providing as it does 
the equivalent of a distant target right at the 
work bench, This one is also scaled co that you 
can read the angular field of any telescope by 
simply counting the degree marks. 

The target reticle can be made as above and 

pasted to a piece of plaie glass. It shouid be lo- 
cated at the principle focus of the objective lens; 
this point can be determined by usinga Zero Col- 
limator or Alignment Collimator. Either one is 
sei at infinity and transferred to the target colli- 
mator, 
INFINITY TARGET. Set up vour telescope, cam- 
era or other optical system facing collimator 
lens, as shown in diagrams. Focus oncollimator 
target - it serves the same purposeasa distant 
target. 


TELESCOPE 
BEING TESTED 


ite 


TARGET ~~ 
een 


TARGET 
Ex:4 sPaces ji 
3208 TTT) 
| 


FIGURE 62 Angular field of a telescope 


ANGULAR FIELD (Figure 62.) 

Read the true angular field directly by counting 
number of lines whichare visible, Eachdegree of 
field is equal to about 17 yds. of linear field at 
1,000 yds. 

‘The apparent field (angle covered by telescope 
eyepiece) is the true field times the magnification 
of the telescope, 
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FIGURE 63 


FLL, OF NS SYSTEMS (Figure 63.) 

In this setup the image of the target produced 
by the-lens system being tested may be very 
small, If so, image must be viewed and measured 
with a direct- reading scale magnifier, Measure 
diameter of 4° circle. Refer to table on target to 
obtain corresponding FL. of the lens system, 

For focal lengths not given in table, calculate 
by using factors at bottom of target. EX: Test- 
ing a 6" F.L, System: 4° Circle measures .42", 
FOCAL LENGTH OF A LENS 

Set up lens as shown in Figure 64, Move trac- 
ing paper screen along optical benchto pickup a 
sharp image of collimator target. Distance from 
screento center of lensis the focal lengthof lens, 


F.L. of an eyepiece 
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FIGURE 64 Focat length of a lens 
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For testing and measuring lenses and tele- 
scopic instruments it is highly desirable to make 
uce of a test target upon whichtheinstrument or 
lens in question may be focused at infinity. The 
appearance of such atarget isnot difficult to im- 
agine. It might consist ofa large vertical wooden 
structure similar to a billboard with a test pat- 
tern painted on its surface. While a large outdoor 
target might be very useful, there are many ser- 
ious objections to it which are fairly obvious. In 
view of the great size and expense of an outdoor 
target a suitable substitute must be used. 

A Collimator Target is just such a substitute 
upor. which a telescope may be focused at infinity 
and vet not be more than a few inches away. 


S RETICLE 


FIGURE 65 Placing a small illuminated reticle in focal 


plane of collimator lens has same effect 
as viewing a large target from an 
extreme distance 


In Figure 65, line AB represenisa smallillumin- 
ated target, or reticle, placed in the left~hand 
focal plune of a lens LC, designated the Collima- 
tor Lens, All rays originating from any pointon 
the target will emerge fromthe Coilimator Lens 
parallel toeachother. Toanobserver atthe right 
of lens LC, the emergent rays Sand 6 from point 
A appear to have their origin in a point that is 
at wn infinite distance to the left of the lens,and 
above the principal axis O, Similarly, emergent 
rays 3 and 4appear to have their origin in a point 
that is on the principal axis at an infinite dis- 
tance tothe left of the Collimator Lens. Emergent 
rays 1 and 2 appear to have their origin at an in- 
finite point beyond the lens LC. Therefore, the 
visual effect of placing a small illuminated ret- 
icle in the focal plane of the Collimator Lens is 
exaciix the same as that produced by viewing a 
large target from an extreme disiance. 
Neediess to say, the Collimator I.ens must be 
a good achromat with excellent correction over 
a small fieid. Thus one can contribute defects 
observed in the final image to the test lens and 
not to the collimator, .\n excellent telescope ob- 
jective is usually suitable. 
li one chooses an achromat for a collimator, 
the problem of color correctionis not completely 


solved because of secondary spectrum; it cannot 
be considered negligible unless one chooses an 
achromat having a focal length in inches atleast 
5 times the square of the diameter oftne lens in 
inenes, The table below should be helptul. 


Desired Diam. of 
Collimating Lens 


Minimum required focal 
length of Col, [.ens 


1 inch 5 inches 
2 inches 20 inches 
3 inches 435 inches 
4 inches 80 inches 
5 inches 125 inches 
6 inches 0 inches 


Figure 66 below illustrates a home-made col- 
limaior system which may be made in an even- 
ing's time. It consists of an appropriate reticle, 
an achromatic lens with a focai length chosen 
as above, and a light source located behind a 
piece of ground glass (which acts as a diffusing 
screen). A mounting tube is cut approximately 
to the focal length of the lens being used and is 
painted black on the inside, The collimator lens 
is then mounted squarely inio one end of the 
tube. The desired reticle and light source are 
mounted as illustrated within a smaller tube 
which slide-fits into the larger tube, 
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FIGURE 66 Typical collimator system 


By the use of a small telescope the reticle 
miy be adjusted to the correct distance from 
the collimator lens and then secured perman- 
ently in place. Vhe adjusiment procedure is 
outlined below. 

l. Focus the telescope ataninfinite object such 
as a star and secure the draw tube with 4 
piece of scotch tape. 

2, Mount the collimato: system and the pre- 
focused telescope onan optical bench with 
princinal axis of each coinciding, 

3. While looking tnrough the telescope, adjust 
the collimator reticle by means of the smalh 
sliding tube until it comes into accurate focus, 
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4, Gradually move the telescope away from the 
collimator target. The image of tne reticle 
should remain the same size and be infocus 
at all times, 

If step 4+ is accomplished, fasten the small 


qa 
. 


reticle tube permanently to the collimator 
lens tube, 

An alternate method is available to those who 
have not the use of an auxiliary telescope. The 
method is auto-collimution. When the reticle is 
in the proper position with respect to the colli- 
mating lens, all rays leaving the collimating lens 
are essentially parallel, Thus a flat mirror 
placed in fron: of the collimating lens and per- 
pendicular to the beam will cause the rayvsto re- 
flect upon themselves and form an image of the 
reticle superimposed on the reticie itseif. When 
this occurs the reticle is in the proper position 
with respect to the collimating lens. The mivror 
is then removed. 

The collimator lens 
larger in diameter than the largest objective 
likely to be tested with it; and a provision to 
change reticles may also be useful, Once the ret- 
icle position is established it need not be ad- 
justed again for the same collimator lens, 
RETICLES: For testing Telescope Objectives, 
pinholes are recommended about as follows: 


should be as large or 


Maximum diameter of pinhole. 
Focal Length of Coliimator. 


Dia. of Telescope 
Obj. to be tested. 


ee Chk 20" 45" 60" 125" 180" 
1 inch ~G004 .002  .0C4 .CO6 .010  .020 

_ 2 inches .001 .002 .003 .005 .007 
3 inches -003  .002 .0C3 .005 
4 inches -001 .002 .004 
5 inches 00% 003 
6 inches ; 002 


Pinholes may be made in tinfoil orother thin 
metal, To puncture holes in ‘in foil, draw a fine 
fibre of a chemical stirring rod overa gas flame 
and use it to puncture the hole, Another method 
is to sharpen a needle on a fine stone, twirling 
and drawing it out at the same time under the 
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finger tip until it appears perfectly sharp under 
a magnifier. 

For Photographic Lenses: When one is testing 
photographic lenses one is interested in resolu- 
tion. Therefore, 4 
should contain a known number of lines in each 
unit distance. These lines shoula be both hori- 
zontal and vertical. Tie Edscorp E-17 Reticte 


reticie for the collimator 


(Stock No. 30,075) is an example (1@mms, divid- 
ed into 100 parts). 

It must be remembered thai a magnification 
or demagnification will result in the image ob- 
tained from the photographic lens. This magni- 
fication is equal to the focal length ofthe photo- 
graphic lens divided by the focal length of the 
collimator lens. 

As an example let us test a photographic lens 
having a 2-inch jocal length with an E-17 reticle 
and a collimating lens having a 20-inch focal 
length, The size of the final image will be 1/10 
the size of the original reticle. If each line of 
the reticle is resolved in the final image the 


resolution of the photographic lens is 100 
lines/mm, as the reticle has 10 lines/mm 


Illuminatior. of the reticle isa matter that must 
be determined experimentally, as the proper il- 


‘lumination will depend upon the use to wnichthe 


collimator is subjected, When using some ofthe 
smaller pinhole reticles, it may be necessary to 
replace the ground glass with a condensing lens. 
In general, a high illumination snould be provid- 
ed. If a test requires a lower illumination this 
can then be easily obtained by using a neutral 
filter, 

Provisions should be made for mounting the 
ecilimator system securely to an optical bench. 
By so doing a source of infinite focus will always 
be available and will be a great aid towards de- 
signing, testing, and measuring optical equip- 
ment. For maximum results when using acolli- 
mator system, the principal axis of the system 
and the lens or instrument being tested must be 
in alignment. 
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RETICLE 
ENDPIECE 


AN OPTICAL bench is the kind of equipment 
which may cost $5 or $5000, Youcan buy or build, 
Fig. 1 shows an inexpensive hobby opticalbench 
you car buy, It is mounted ona wood meterstick, 
If you need a stronger or longer base, the con- 
struction shown in Fig, 2 can be used. 

A collimator consists of some kind of illumin- 
ated reticle or target inthe focal plane of an ach- 
romatic lens, Such an arrangement provides the 
equivalent of a distant target. A collimator canbe 
built right on the optical bench as needed, In the 
equipment shown, the end plate is perforated with 
a vertical line of small holes. Thisis your "tar- 
get.’ The collimator lens can be any good-quality 
achromat of 5 in. or more focal length, It is 
mounted at exactly one focal length from the 
reticle plate, a setting which is easily checked 
by auto-collimation as described on a following 
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page. Fig, 1 setup shows a small finderscope be~ 
ing testea, the bench providing a means of hold- 
ing the lenses wnile the collimator supplies the 
equivalent of a distant target 


Fig. 3 shows a simple homemade optical 
bench, The adjustable lens holders can handle 
lenses to 2-1/8 inch diameter, and sizes over 
this can be mounted in individual holders. The 
sliding vee blocks which clamp the lens in the 
grooved frame should be made of hardwood ply- 
wood. The collimator is a military gunsight 
which requires only a simple conversion to 110- 
volt lighting. 


The obvious weakness of the optical benchand 
collimator is that the equipment should be some- 
where near the physical size of the largest tele- 
scope you plan to test. Small equipment works 
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fine for riflescopes, finderscopesand smallter- 
restrial andastrotelescopes, Suitable equipment 
to test a 6-inch reflector is somewhat of an over- 
size luxury. However, you can do many tests and 
operations with a small collimator, 


HOMEMADE COLLIMATOR, You can house a 
collimator in either a box ora tube, Fig. 4 shows 
a typical box job, The collimator lens should be 
a good quality achromat of fair size and focal 
length--3 inches diameter and 24 inches f.llisa 
good size, suitable for some tests withtelescopes 
as large as 6-inch aperture, Much smaller equip- 
ment is perfectly satisfactory for some opera- 
tions, The collimator target is drawn withink on 
tracing paper. The target is taped or cemented 
to a piece of glass, as shown, Simple rules for 
scaling the target to suit.any focal length colli- 
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mator lens are given in the drawing, Fig. 4. 

Light from any distant object reaches your 
eye in parallel bundles. In the same rnanner, 
light emerges from the collimator in paraliel 
bundles, That is, a point at the center of the 
target will send out a beam like A in Fig. 4; a 
point at the edge of target will send out a beam 
at some specific angle, as at B, All of the light 
is in parallel bundles, but the whole light cone is 
spreading, diverging. In other words, parallel 
light does not mean quite the same thing as a 
parallel "beam" of light. 

Any angle that the target makes with the col- 
limator lens will be reproduced exactly by any 
lens or telescope placed in front of the collima- 
tor, Fig. 4C shows the situation as it applies to 
the 1/10 radian circle, This particular unit is 
used for the determination of focal length. The 
image of the 1/10 radian circle produced by any 
lens, eyepiece or telescope willbe 1/10 the focal 
length of said lens, eyepiece or telescope. In 
other words, if you measure the image diameter 
formed by any lens, you will know immediately 
its focal length, which is simply 10 times the 
image diameter. For short focal lengths under 
5 in., apocket comparator (measuring magnifier) 
is ideal for measuring the image diameter. 


APPENDIX IV 
POSITIONING EQUIPMENT 


As technology progresses, the need for reliable testing equipment increases. In 
the field of optics the scientists need for accurate data require optical manufacturers to provide 
a wide range of positioning equipment. 

The first step in many optical setups is to establish an optical axis. This can be 
done using an optical bench and positioning equipment. 

In cases such as holography and interferometry, vibration has to be held to less 
than millionths of an inch. Then, the use of an isolation table becomes necessary. 


OBTAINING AN OPTICAL AXIS BY USING A LASER 


Mount a LASER to the optical bench and adjust the beam so that it is parallel to 
the bench as shown below. This is known as the reference optical axis. 


Laser Reiro Re lections Optical System 


Catical Axis —— 


The best way to collimate an optical system is to introduce one element at atime 
and center it along the reference optical axis. To insure that the elements are nottilted , be sure 
to align all retrorefiections along the axis. The precision to which the elements need be aligned 
largely depends upon the application. Two element configurations such as demonstrations of 
simple telescope and microscope systems are easily aligned. As more elements are added to 
the system the need for precision positioning equipment increases, for example, demonstrat- 
ing the telescope with an image erector and a zoom lens. 
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Positioning equipment ranges from that which simply holds the optic to that which 
comes with x-y-z/tilt/rotation and fine adjustments for more precise alignments. By selecting 
the best positioning equipment for your optical needs, desired results with minimal error 
contributions are obtained. 

OPTICAL CONFIGURATIONS 

When an optical path length is longer than a single optical bench, several 

benches are usually lined in series. This can be done by straight or folded alignment using 


mirrors as shown: 


(a) straight alignment 


Optical Bench Connecting Plate Optical Axis 


Laser Lens System 


(b) folded alignment 


Optical Bench 


Optical Bench 


Optical Axis 


Mirror Mirror Optical Axis 
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It is generally preferred to keep a straight alignment, but often you are limited by the room 
available. 

Another configuration which is commonly used is the perpendicular alignment of 
optical benches. In this case the optical axis must be bent 90 degrees, which is often 
accomplished using beam splitters. In this configuration the split optical axis can be recom- 
bined to form a Sagnac Interferometer. 


Sagnac Interferometer Detector 


Beam Splitter 


Mirror 


OPTICAL EQUIPMENT 


There is a wide range of optical equipment available for use in research, 
education, and industry. The equipment selected depends on the goals of the user. Here is 
a list of the equipment and their uses. 


POSITIONERS/HOLDERS. Used to maintain positions of optical components. This includes 
equipment such as an optical bench, mounting pins, pin carriers, laser holders, 
component holders, leveling bases, micrometer adjustments, stage positioners, 
and optic mounts. 

COLLIMATORS. (see section on collimators) 

LASERS. Used for alignment, interferometry, and holography. 

LENSES. Used for magnifying, dispersing, condensing, andimaging. The common lenses 
are double-convex, double concave, plano-convex, plano-concave, meniscus, 
and achromatic. 
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MIRRORS. Used mostly for folding the optical axis at desired angles. Common mirrors 
include protected aluminum and enhanced aluminum for the visible range, 
protected gold for the infrared region. 

PRISMS. Used for folding optical axes and as image erectors. 

FILTERS. Used for taking away unwanted wavelengths. Different types of filters include 
neutral density, interference or bandpass, long bandpass, short bandpass, 
infrared, and polarizers. 

BEAMSPLITTERS. Usedto separate an optical beam into two axes. They can also be used 
to combine two beams. 

EVEPIECES. Used to see real images with the eye. Also called oculars. 

OPTICAL SCREENS. Used for projected realimages. Paper, ground glass, and opal glass 
are common optical screens. 

BEAM EXPANDERS. An afocal lens system used to increase beam diameter. 

IRIS DIAPHRAGMS. Used to vary the f ratio of lens systems. Can be used to decrease the 
beam diameter without changing the energy per unit area. 

RONCHI RULINGS. Used to diffract laser beams and test measurements. 

OPTICAL APERTURES. The two common apertures are slits and pinholes. Used for 
speciroscopy, Fourier transforms, and diffraction patterns. 

DIFFRACTION GRATINGS. Used to break up light into its component wavelengths for 
analysis. Standard diffraction gratings include mirror diffraction gratings, holo- 
graphic gratings and transmission gratings. 

EMITTERS. Used as light sources. 

DETECTORS. Used to measure electromagnetic wave energy. 


To insure accuracy and consistency of data acquisition of optical systems, 
Edmund Scientific offers these components in our Industrial Catalog. 
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OPTICAL SYSTEM DESIGNS 
In order to whet your appetite, here are some applications for the positioning equipment. 


Telescope with optical image erector 


Object Lens 


Eyepiece Erector 


Microscope 


Eyepiece 


Observer 
Objective : , | 


Parabolic Mirror 


Dark field illuminator 


Diffused 
Light 


Field 
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Laser diffraction 
2nd order 


Laser Ist order 


O order 


Diffraction 
Grating 


Fizeau interferometer 


Reference Flat 


Beam Splitter 


Monachromatic 
Light Source 


Collimating Lens 
Diffraction 
Pattern 


Measuring polarization 


Laser Polarizers Detector 


Lens 


Laser 
Optical Axis 


Diffraction 
Grating 


Studying optical aberrations using a laser and diffraction grating. 
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Edmund Bench Collimator 

The Edmund Bench Collimator is a collimated projector used for the calibration and 
alignment of optical components and systems. Such components and systems include 
telescopes, eyepieces, rifle sights as well as individual optical flats, prisms, and lenses. The 
collimator can also be used in many mechanical operations, such as determining shape 


curvature, or angular relationships. 


The basic design of the Edmund Bench Collimator is given in the diagram below. 


8-3/16" (207.9mm) 
rr rn i 


MIRROR 


2-7/16"(62mm) |“4- RETICLE 


The four basic parts of the Edmund Bench Collimator are the light source (lamp), 
reticle (cross hairs), turning mirror, and objective lens. The collimator projects a parallel pattern 
of the reticle providing the user with a portable distant object. It should also be noted that the 
Edmund collimator is compatible with Edmund standard positioning equipment. 

The most common use for a collimator is to determine the focal length of a lens. 
You may have done this before, using the Sun as an image source. Like the Sun, the collimator 
also provides a parallelimage. However, instead of having your image at infinity, the collimator 
can be positioned at reasonable lengths. The following figure shows the basic design for meas- 


uring the focal length of a lens. 
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Sur'ace A Lens Collimator 


Optical Axis 


The first step in using the Edmund Bench collimator is to adjust the reticle (see reticle 
adjustment knob on drawing). This is done by first focusing the reticle image atten or more feet 
away from the collimator. A distant wall will suffice. The collimator is then repositioned along 
the optical axis. By keeping the collimator and surface A a fixed distance apart,the lens can 
be adjusted until the sharpest image of the reticle is obtained. The distance between the lens 
and surface A is the focal length. To add convenience to this, especially when several 


measurements will be made, it is useful to use a calibrated linear bench like that shown below. 
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By using such a bench the need for external measuring devices is eliminated, thereby adding 
consistency and accuracy to the measurement. 

This next section describes a few examples for the collimator that can be ex- 
trapolated for other uses. 


Consider the lens system below. 


Achromat 


Optical Axis 


Double Convex 


In this arrangement the engineer or student is confronted with the task of aligning the lens 
along the optical axis. This arrangement is needed for more exacting tolerances. 


The general setup for testing a system is given in the following figure. 


Telescope 


Obse-ver 


Collimator 


To start out, the lens system will be omitted in order to align the telescope reticle with the 
collimator reticle. This is done by adjusting the telescope until both reticles are in focus. Note, 


the collimator reticle should be focused roughly at infinity, as described in the previous ex- 
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ample. By adjusting the telescope or collimator, the two cross hairs should be superimposed. 
Now the lens system can be positioned between the collimator and the telescope and visually 


aligned along the established optical axis. 


Telescape 


A Optical Axis TT 


Observer Lens System 


Collimeter 


It is now necessary to refocus the telescope so that the collimator reticle is once again sharp. 
At this point check the alignment. If both reticles are not visible the lens system should be 
readjusted. Do not adjust the collimator or eyepiece. An important point to remember is that 
the cross hairs need not be superimposed, only in the same field of view. 
The next step is to rotate the lens system. This can be done by hand, or by alow 
RPM motor. If a motor is used it is crucial that the optical axis not be subjected to vibration. 
If the image of the collimator reticle moves in a circle, the system is out of 


alignment. In an aligned system the reticle image will remain stationary. 


Collimator 
Reticle 


Callimator 
Reticle 


Telescope 
Reticle 


Telescope 
Reticle 
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By adjusting the lenses in the system it is now possible to align them along 
acommon optical axis. It is also possible to calculate the errorina system by measuring the 
revolution of the reticle image. 

In the next example we wish to determine the aberration of a telescope. This 
is conveniently done by what is called a diffraction ring test (star test). The setup for doing 


this is shown in the following figure. 


Telescope 


Collimator 


Observer 


Pinole Rebicia 


The cross hair reticle has been replaced with a pinhole reticle. It should also be noted that 
the Edmund collimator was designed with this in mind, and other reticles are available for 
other uses. 

The pinhole provides a near point source of light. If we now view the point 


source through the telescope the following aberrations may be seen. 
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The above aberrations represent deviations from an ideal telescope. By comparing the dif- 
fraction rings of a test telescope to those of an acceptable telescope it is possible to make 
quick and easy quality tests. This makes the collimator particularly advantageous when 
used in production. 

By providing quality, versatility, and an affordable price, the Edmund Bench 


Collimator is a practical choice for many optical applications. 
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COLLIMATION ofa binocular means simply that 
the two telescopes are to be made parallel. This 
applies to the optical axes, If this adjustment is 
considerably at fault, you will see a double image 
through vour binocular, A smaller errorincolli- 
mation will permit you to see asingle image but 
only at the expense of more or less eye-strain, 

The double imagery of a poorly~collimated 
binocular can be seen by closing one eye while 
looking at a distant object throughthe binocular, 
and then opening the eye quickly, For an instant 
or two you will see the double image, but your 
eyes will work automatically and quickly fuse 
even widely~separated images, In the diagrams, 
a simple crossis shownas the target, but you can 
look ata chimney, telephone pole or otherdistant, 
well-defined object, The image separation may 
be norma. right-left, matching voureves, Fig, 2, 
or the images may be crossed, Fig, 3. The cor- 
rection is made by moving one or both objectives 
laterally. This movement is ulways opposite to 
the direction you want image to shift; if you 
want the image to move up, you movethe objec- 
tive down, etc, The mechanicul method of mov- 
ing the objectives iaterally is usually an eccen- 
tric mount and eccentric ring, as shown in Fig. 
4, The movement is not large, rarely morethan 
1/32 inch from center, equal to about 1/2degree 
in angular measure, Some imnorted glasses still 
feature the older style of screw adjustmeni, Fig, 
5, Many inexpensive binoculars have no collima- 
tion adjustment at all, 

Figs, 6 and 7 show how the light path direction 
is changed by shifting one or both binocular ob- 
jectives lateraily, Fig. 6 shows the light pathfor 
a center-of-field object, The mechanical axis 
coincides with the optical axis. The hight enters 
parallel with the optical axis and emerges the 
same way, What happens when the objective is 
moved laterally is shown in Fig, 7, The former 
center-of-field object point isno longer the actu- 
al center of field--it has become an off-axis ob- 
ject, Since the target is now off-axis, the ight 
bundle emerges at an angle, These diagrams 
show a simple astro telescope; with any erect- 
ing telescope, the emergent beam gets an addi- 
tional flip and skews off in a direction opposite 
to the example shown, 

The lateral movement of objective in an ec- 
centric mount can be made in any of the -hree 
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OBJECTIVE ORBLEC TIVE 
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i IMAGE qs i i 
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collimating hy eve. 


COLLIMATING BY EYE, One popular method 
of collimating a binocularis based onthe fact you 
can look slightly cross-eved in perfect comfort, 
On the other hand, it is difficult to look up with 


LILRCULAR MOVEMENT OF CIRCULAR I 

‘ d OVEMENT. OF Sees, a it - : nowt 
LENS MOUNT ONLY EClENT Ric (pier moves ron) one eve and none re the other. So, knowing 
your eyes can readily accommodate for converg- 


ence, vou set both objectives for maximum con- 


72 MOVE 
runliege the up-down movement. The target is any level 

as 1 \ line object, suchasa window sill. Lis best view- 
ed at short range. Putthe binocularona support, 
Be sure both eccentric rings work freely, Have 
both thin sections together, like A in Fig. 8, and 
to the outside in each barrel, In such position, 
the initial rotation of the eccentric ring is almost 
pure up-down movement, Keep your eyes 6 or 7 


vergence and then confine actual collimation to 


STRAIGHTLINE MOVEMENT |S OBTAINED WHEN THIN SEC- 


TIONS QF MQUNT. AND RING ARE MOVED jn DESIRED DIRECTION inches behind the binocular, Fig, 9, tomake mn 
LENS MOVEMENT WITH ECCENTRIC RING age movement more apparent, The long eye posi- 


tion will produce the characteristic double-O 

view, as shown at bottom of Fig. 9, but this does 
Your TARGET CAN | not affect the accuracy of the collimation, The 
BE ANY LEVELLINE...| [L_i_' \\{ hole ddwa. oF ee ed Pade Haniel 
11, CAN BE INDOORS "4, = | whole idea, of course, is to make the horizonta 
BANGE OF Bree ; He Pe target line continuous, With close target and long 
eye position, this can be done with surprising 
| accuracy--even 1/32 inch movement of the ec~ 
ff a ae a centric can be seen to produce a definite change 

—* in the position of the target, 


PRISM ROTATION, Prism rotation or tiltiseas- 
ily detected by looking through one barrel ofthe 
binocular at a time, allowing the free eye to see 
the target at the same time, Fig, 10. The two 
views are seen superimposed, If the prismsare 
properly adjusted, vertical lines willbe perfect- 
ly parallel, The proper adjustment of each pair 
of binocular prisms is that they must be exactly 
at right angles to each other, as shownaz left in 
Fig. 10, Any departure from 90 degrees willin- 
troduce twice the amount of tiltinverticallines, 
This would be an easy fault to correctif it were 
not for the fact you usually have to disassemble 


What You see 
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the whole optical system to do it. Sometimes you 
can make a correction with one prism only, and 
this can sometimes be done without removing the 
prism shelf from the binocular, Usually you will 
end up by removing the whole prism shelf, The 
test is made just as readily with prisms alone, 
and the rules for adjustment as given in Fig, 10 
are the same, 


-. SIMPLE BINOCULAR COLLIMATOR, Of sev- 
eral methods used in professional binocular col- 
limation, the simple collimator and sighting tele- 
scope setup is the most common and also the 
easiest to make and use, The pros prefer twin 
collimators and twin sighting telescopes tore- 
duce the actual work of collimation, but you can 
get along nicely with single collimator and single 
sighting telescope, A typical rig is shownin Fig, 
11, You can build it in one evening for less than 
$5, assuming you already have afew ofthe parts 
(eyepiece and machine vise). The sighting tele- 
scope should be low power, notover 3x, The hold- 
er for the telescope should havea tilt adjustment, 
as shown, 

The collimator lens is an inexpensive achro- 
mat, 7 inchesf.l, The reticletargetisdrawn with 
a fine pen on tracing paper. A circle 1/8 inch 
diameter indicates maximum range of adjust- 
ment; the larger circle shown is simply agen- 
eral guide and canbe any diameter, The illumina- 
tion can be obtained from a window (in daytime) 
or from anv kind of table lamp or light bulb. 

The eccentric rings and objective cells of the 
binocular must rotate freely, Quite often the main 
job of work in collimating a binocular is simply 
the business of getting the parts loose enough 


to turn, A tubular wrenchas shownona previous 
page is a great convenience in turning the eccen- 
trics, Lacking this, it is permissible to drill 
small holes not over .031 inch (No, 88 drill) in 
which wires can be inserted, 

The equipment is made ready by centering the 
sighting telescope on the collimator target, that 
is, the crossthreads of the sighting telescope 
are centered exactly on the crossline of the 
collimator target, To do this youcan shift or tilt 
the sighting telescope as desired, There should 
be no visible parallax in the sighting telescope, 
which means the crossthreads should stay put 
on target as you move your head from side to 
side, After the proper centering is obtained, the 
wood guide strip is clamped in place alongside 
the sighting telescope holder, Recheck to see 
that the sighting telescope is still on target, Al- 
so, pushthe sighting telescope along the guide and 
you will note that the sighting telescope remains 
centered on the target, Inother words, the sight- 
ing telescope does not have to be directly behind 
the collimator--it can be at any position solong 
as it picks up a good portion of the light. The 
same is true when the binocular is faced into 
the collimator--all you havetodois getit some~ 
where in the beam. 

You start collimating with both binocular ob- 
jectives centered in their eccentric mounts, 
Place the binocular in the holding fixture and 
clamp it securely, Face one objective toward 
the collimator, Focus the binocular eyepiece 
on the collimator target, Slide the sighting tele- 
scope behind the binocular eyepiece. Now, your 
line of sight is through the sighting telescope, 
through the binocular to the collimator target. 
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Shirt the binocular as needed to put the sighting 
telescope reticle anywhere witnin the 1 degree 

circle on the collimator target; if a tilt adjust- 

ment is needed, it is obtained bv loosening the 
vise amd then reclamping the holding fixture. 
After a satisfactory line of sight is obtained, 
Strip o: wood is clamped to the base- 


the guide 
board alongside the machine vise, Everything 
ip is mow fined and the only adjust- 


about the set 


ment vou can make is at the eccentric rings, 
You must be especially careful not to disturb 
the position of the binocular while manipulating 
vme eccentric rings, 

I? the initial sighting shows both barrels of the 
binocular well within the ! degree target circle, 
you are assured that the binocular can be colli- 
mated, This is what vou proceed todo, adjusting 
eacn objective until tne crossthreads of the sight- 


ing teiexcope intersect exactly the crossline of 
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STRAIGHT-SIDED 
S& MACHINE VISE 


RUBBER BAND~\ 


A SEPARATION GREATER THAN | DEG. | 
MEANS BINOCK CAN'T BE COLLIMATED } 
| means BINOck’ CAN Fae Ron 


tne coilimutor lurget, Check frequently to see if 


- Se egek. eee te’ ee SeShyy wis 
wes telescope itSeir is still centered 


tne tarcet., Be Suré to maintain con- 


tact wher vou slide either the machine vise or 
the signting telescope along its wood wuide strip, 

Ii a prism rotation adjustment is needed, this 
must be done 2B Se before vou can collimute. 
The rOtation is easily checked on the binocular 
collimutor oy rotating the collimator umil one 
of the target linesis approximately vertical, The 
Slghting telescope reticie is then made parallel 
with the collimaior targei. Then, putting the bi- 
nocular in place, any non-pauralleiism of the tar- 
get lines indicates the prism ungle is in error, 

Do rot be in tog much of a hurrs to make a 
prism adjustment; if botn barrels are tilted but 
in the same direction, ‘ne binocular will work 
satisfactorily and sou wiil not notice the sight 


Siete 2h SRE View, 


